
Ppe Safety Private Limited, Ref : 17/04/2020 ULR: TC694420600001024F

(Sample Tested at : R.H.65% +/- 2% and Temp. 21 Degree C +/- 1 Degree C)

Synthetic Blood Penetration Test
ASTM F 1670/F 1670M-08(2014)

P2000847-1
Described by the Customer : Bacterial and Viral Barrier White

Coverall PPE 02
Result at Fabric Portion Pass
Result at Seam Portion Pass

This UCC has been issued with reference to MoT letter no F. No 8/4/2020 –R and D dated 06-04-2020.
Note: COVID 19 Warning - The above report pertains only to the sample submitted by the customer and the samples are not drawn by SITRA.
These results need not be indicative of the results of bulk lots of the articles under consideration. The onus of maintaining the Traceability
between the sample submitted for testing and the bulk lot supplied lies with the customer / supplier. Samples may be drawn from the bulk lots by
neutral organisations and the same shall be tested to ensure their compliance with the respective quality requirements.

 - End of Report -
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